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Resolution Uniformity and Sensitivity of the
NIH ATLAS Small Animal PET Scanner:
Comparison to Simulated LSO Scanners
Without Depth-of-Interaction Capability
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Abstract—Positron emission tomography (PET) scanners
designed to image animals the size of rats and mice should possess
simultaneously high and uniform spatial resolution and high
sensitivity. ATLAS (Advanced Technology Laboratory Animal
Scanner), a 6.0 cm diameter effective transverse field-of-view
(FOV), 2 cm axial FOV ring-type research scanner seeks these
goals by surrounding the animal with eighteen 15 mm deep, LGSO
(7 mm)/GSO (8 mm) phoswich detector modules.
A Monte Carlo simulation was used to compare the variation of
resolution across the FOV and the absolute central point source
sensitivity (ACS) of ATLAS to similar systems comprised only of
LSO arrays of different depths with no depth-of-interaction (DOI)
capability. For ATLAS radial spatial resolution deteriorated by
27% from the center to 3 cm off-axis. Scanners comprised of 15
mm deep, 10 mm deep and 7 mm deep LSO crystals deteriorated
by 100%, 51%, and 20%, respectively, over the same distance. Sim-
ulated ACS (absorbed energies 250 keV) for ATLAS was 2.0%
and for the 15 mm, 10 mm deep and 7 mm deep LSO scanners
2.4%, 1.5%, and 0.9%, respectively.
Radial resolution loss 3 cm off-axis and ACS measured for the
actual ATLAS scanner were similar to the values obtained by simu-
lation (27% resolution loss, 1.8% ACS). The phoswich design thus
achieves good resolution uniformity over a 6 cm FOV while pre-
serving sensitivity compared to equivalent non-DOI LSO scanners
with a range of crystal depths.
Index Terms—Depth-of-interaction, phoswich detectors,
positron emission tomography (PET), small animal PET.
I. INTRODUCTION
ASMALL animal PET scanner should have high sensi-tivity and high and uniform spatial resolution across a
field-of-view (FOV) larger than the largest object to be imaged.
We have sought to meet these requirements by designing a
small ring diameter, depth-of-interaction (DOI) PET scanner
for imaging animals up to 6 cm in diameter. “ATLAS” (Ad-
vanced Technology Laboratory Animal Scanner) is based on
“phoswich” detector modules constructed from two optically
connected, but different, “fast” scintillator layers coupled to
miniature position-sensitive photomultiplier tubes (PSPMT’s).
The scintillator-of-interaction is identified by “delayed charge
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integration” (DCI), a method that effectively measures the
decay time (LGSO: 40 ns, GSO: 60 ns) of the light pulse of
each event [1]. With this technique it is possible to have a
substantial total crystal depth (15 mm) while at the same time
having apparently short crystals (7 mm LGSO and 8 mm GSO)
that minimize the DOI effect at small ring diameters. The small
ring diameter, in turn, increases sensitivity by increasing the
system solid angle and reduces cost by reducing the number of
detector modules needed to surround the animal.
While the ATLAS design exploits well-known principles
for minimizing the DOI effect and increasing sensitivity, the
degree to which this strategy achieves these goals compared
to simpler schemes is also important. The construction of
phoswich modules requires additional fabrication steps and
necessitates other electronic and data processing changes that
complicate the design of this machine. These complications
could be avoided if a scanner without DOI capability and with
only a single crystal layer could achieve the same performance.
Accordingly, we utilized the Monte Carlo simulator created to
study the characteristics of ATLAS to evaluate LSO scanners
with identical ring diameters and axial FOV but having crystals
of different depths and no DOI capability. We validated this
simulation code by comparing the variation in radial spatial
resolution and the absolute central point source sensitivity
(ACS) determined for ATLAS by simulation with measured
values obtained from the actual scanner.
II. MATERIALS AND METHODS
ATLAS (Fig. 1) consists of 18 LGSO/GSO (Hitachi)
phoswich detector modules arranged around a ring 11.8 cm
in diameter [2]. Each module is comprised of a 9 9 array
of 2 mm square 15 mm deep phoswich elements (2.25 mm
pitch), each of which is composed of a 7 mm long LGSO
crystal optically glued end-on to an 8 mm long GSO crystal.
The GSO end of the crystal bundle is optically glued to a
miniature PSPMT (Hamamatsu R7600-C8).
ATLAS acquires coincidence events in 3-D (only) between a
given detector modules and the seven opposite modules. The 18
detector modules are combined electrically in groups of three
to form a total of six sectors. The signals originating from the
ATLAS sectors are fed to a data acquisition system supplied by
A & D Precision Co. (Newton, MA). The system consists of six
charge integrating ADC modules [3] with custom modifications
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Fig. 1. The ATLAS small animal PET scanner.
to facilitate identification of scintillation decay times, one scaler
module, a custom coincidence logic controller, and a high-speed
PCI-bus interface card. The controller detects coincidences be-
tween sectors and initiates signal integration and ADC readout.
Two alternating 128 kB memory buffers on a PCI-bus card col-
lect these data on a dual-processor PC operating under the Linux
OS.
A Monte Carlo code was written to simulate the geometry
and physical response of the ATLAS system to 511 keV an-
nihilation radiation. The simulation included modeling of the
polygonal detector geometry as well as the effects of positron
range (F-18), annihilation photon noncollinearity, and Compton
scattering within scintillation crystals and between scintillator
layers.
Linear attenuation coefficients for LSO and GSO were
derived as a function of photon energy from atomic photon
cross-section tables and the known atomic composition of
the scintillators. Since the physical properties of LGSO differ
only slightly from LSO, LGSO was treated like LSO in the
simulations. The manufacturer specified the supplied LGSO
as Lu Gd SiO , i.e., only 10% of the Lu atoms (atomic
number ) are replaced by Gd atoms ( ). As a
result, the effective atomic number for LGSO is essentially
the same as LSO. Our measurements of physical density (7.23
gm/cc) and scintillation efficiency (not reported) of LGSO
were also similar to values reported for LSO (7.4 gm/cc).
The 0.25 mm gaps between phoswich elements were not
modeled. Instead, in order to simplify the simulation, an array
was treated as a continuous block of 2.25 mm wide crystals
each directly touching its neighbors. This strategy causes
ACS to be overestimated and radial resolution to be slightly
underestimated. Sensitivity values were corrected for this effect
by reducing the simulated ACS values by the product of the
geometric fill-factors of the real arrays. No corrections were
applied to the radial resolution estimates since their primary
purpose here was to allow comparison of systems rather than
accurately determine their absolute spatial resolution.
The polygonal ATLAS detector geometry exhibits small gaps
between detector modules. As a consequence, small gaps are
present in the sinograms that are compensated for by using the
constrained Fourier space method [4].
TABLE I
SIMULATION PARAMETERS
Although ATLAS acquires data only in 3-D, for the purposes
of this study only 2-D data (true slices and one ring difference
cross-slices) were reconstructed into images using 2-D filtered
backprojection and a ramp filter (Nyquist frequency cutoff). All
data, real or simulated, were reconstructed into images using
these same methods.
After modeling the ATLAS scanner, the simulation code
was altered to model three LSO scanners that differed from the
ATLAS design only in the depths of their scintillation crystals:
15 mm, 10 mm and 7 mm of LSO. The same point source data
obtained for the real and simulated ATLAS scanners were then
acquired for each of these simulated scanners. Note that in these
LSO scanners, no DOI information is available. Parameters
descriptive of the actual ATLAS scanner and important to the
simulations are listed in Table I.
A. Simulated Resolution Uniformity
Coincidence data were acquired from a simulated point
source of 511 keV annihilation radiation moved in 1 mm
increments from the geometric center of the system to 32
mm off the central axis. Events were considered valid if both
absorbed photons deposited more than 250 keV in their respec-
tive detectors. Coincidences occurring between LGSO–LGSO
crystals, LGSO–GSO crystals and GSO–GSO crystals were
binned into separate sinograms.
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B. Measured Resolution Uniformity
The variation in resolution with radius for events depositing
more than 250 keV in each detector was measured for the actual
ATLAS scanner using a 0.5 mm diameter Na-22 point source
(Isotope Products Laboratories, Burbank, CA) at the center of
a 25 mm diameter solid plastic ball. The source was imaged
every two millimeters out to 31.3 mm starting 1.3 mm from
the aperture center. Images of the source at each position were
reconstructed in the same manner as in the simulation.
Radial and tangential spatial resolutions were calculated from
the apparent width (FWHM) of the point sources in all data sets
as a function of radial position. The width of the pixels in the
reconstructed images was 0.28 mm and thus was considered
small enough to have a negligible effect on the point source
FWHM. FWHM in each direction was determined by fitting a
2-D Gaussian to the image of each source within a 5.3 mm
5.3 mm region bounding each source.
C. Simulated Absolute Central Point Source Sensitivity
The fraction of annihilations yielding detected coincidence
events was determined for a point source located at the geo-
metric center of each simulated scanner for energy thresholds
of 100 and 250 keV.
D. Measured Central Point Source Sensitivity
A 1.2 mm-diameter F-18 line source two centimeters long and
surrounded by a 2 mm thick lucite annulus was placed colinearly
with the central axis of the ATLAS scanner exactly spanning the
axial FOV. Coincident events were acquired for 100–650 keV
and 250–650 keV energy windows and the central point source
sensitivity, ACS, calculated with the relation: ACS 2 central
line source sensitivity, where central line source sensitivity is the
coincidence rate for the given energy condition divided by the
positron annihilation rate in the 2 cm long line source.
III. RESULTS
Plots of radial resolution versus radius measured for the real
and for the simulated ATLAS scanner are compared to similar
curves obtained for the three simulated LSO scanners in Fig. 2.
Absolute central point source sensitivity estimates are summa-
rized in Table II.
Tangential resolution did not vary by more than 10% for any
of the scanners over the central 6 cm FOV and these results
are not shown. Forty-three percent of all coincidences were
identified as LGSO–LGSO, 44% as LGSO–GSO, and 13% as
GSO–GSO. These values were used as weighting factors to
combine the three spatial resolution estimates obtained for the
different coincidences into the single ATLAS radial resolution
curve shown in Fig. 2.
IV. DISCUSSION
The results portrayed in Fig. 2 and Table II suggest that
ATLAS achieves simultaneously good sensitivity and reso-
lution uniformity compared to equivalent single scintillator
designs without DOI capability. While the 15 mm LSO scanner
possesses higher sensitivity, and the 7 mm scanner slightly
Fig. 2. Radial resolution versus radius for different scanners. ATLAS-S:
simulated ATLAS results; ATLAS-M: measured ATLAS results.
TABLE II
ABSOLUTE CENTRAL POINT SOURCE SENSITIVITY
better resolution uniformity, neither of these devices matches
ATLAS’s sensitivity and resolution uniformity at the same
time. The 10 mm LSO scanner, perhaps the best overall match
to ATLAS, exhibits a 51% resolution variation 3 cm off-axis
that is nearly a factor of two poorer than ATLAS (27%) and is
25% less sensitive. MicroPET [5], an existing 17.2 cm diameter,
10 mm deep LSO scanner, exhibits the same spatial resolution
at 3 cm as ATLAS, but with 0.6% sensitivity (250–650 keV
energy window).
The simulated ATLAS radial resolution variation (curve S,
Fig. 2) and ACS (Table II) are in close agreement with the mea-
sured resolution variation (M, Fig. 2) and ACS (Table II) of the
actual scanner. These results illustrate the internal consistency
of these data and support the validity of the simulation code.
Measured ACS for the full ATLAS ring (1.8%) is slightly
higher than our previous experimental estimate of ACS made
on a partially completed ATLAS detector ring (1.6%, [2]). This
difference can be attributed to the escape of positrons from the
glass capillary tube (0.2 mm wall thickness) used in the previous
study. Annihilation of these positrons takes place mostly outside
the scanner’s FOV and they remain undetected by the scanner
whereas such events are usually included in the dose calibrator
measurement. Our simulation shows that the additional 2 mm
thick lucite annulus surrounding the line source leads to 11%
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more detectable annihilations, almost exactly the difference be-
tween the past [2] and present ACS measurements.
It is noteworthy that the present results are also in qual-
itative agreement with other experimental and simulation
studies of DOI-capable scanners having similar geometry.
MacDonald and Dahlbom [6] found experimentally that a
two-layer phoswich improved radial resolution uniformity
nearly as well as phoswich modules with a greater number of
layers. Similarly, the simulation study by Rafecas et al. [7]
showed that a two-layer phoswich could significantly reduce
radial resolution degradation at small ring diameters while
preserving sensitivity. Rafecas et al. also found the proportion
of coincidence events occurring between the various phoswich
layers to be nearly identical to those found in the present work
when due account is given to the slight differences in crystal
depth between studies, i.e., front–front coincidences 40% [7]
versus 43% (here), front–back coincidences 46% [7] versus
44% (here) and back–back coincidences 17% [7] versus 13%
(here).
The absolute magnitude of spatial resolution shown in Fig. 2
and the apparent variation of resolution across the FOV depend,
in part, on spatial sampling. The ATLAS phoswich design in-
herently increases by a factor of four the number of lines of re-
sponse penetrating the imaging volume compared to geometri-
cally similar, single crystal type, non-DOI scanners [5]. As a re-
sult, spatial sampling in both the transverse and axial directions
is improved in ATLAS particularly for off-axis points. Spatial
sampling in the central region of the transverse plane, however,
remains relatively poor. To increase sampling in this region, the
detector array in the actual ATLAS scanner can be mechanically
“wobbled” (0.94 mm radius) at rates up to eight revolutions per
second. Under such circumstances (which have yet to be fully
evaluated) it is expected that resolution in the transverse plane
in the central FOV can be improved by as much as 20%. Other
strategies to enhance spatial sampling (and spatial resolution)
by more fully exploiting the unique geometry of the phoswich
design are also under investigation.
It is also noteworthy that the delayed charge integration
method can, in itself, improve spatial resolution by rejecting
inaccurately positioned lines-of-response. Coincidences com-
prised of scatter events between the LGSO and GSO layers, for
example, will contain a mixture of light decay times that differ
from the exact decay times of LGSO and GSO. The endpoints
of the lines-of-response associated with such events cannot be
unambiguously associated with a crystal in either layer and
thus may be incorrectly positioned. The DCI method can reject
a large fraction of these events and thereby improve resolution.
Similarly, careful identification of spatial regions-of-interest
around each crystal center [8] can help eliminate intra-crystal
scatter events. Additional studies are required to fully charac-
terize these accuracy-enhancing rejection methods since these
methods also reduce sensitivity.
Finally, coincidence data acquired by ATLAS will be recon-
structed routinely using 3-D iterative, resolution recovery recon-
struction algorithms [9] rather than 2-D or 3-D FBP. With such
methods, it should be possible to capitalize on ATLAS’s sensi-
tivity and improve absolute spatial resolution substantially be-
yond that shown in Fig. 2.
V. CONCLUSION
The present study supports the view that the ATLAS design
achieves simultaneously good resolution, resolution uniformity
and sensitivity over a 6 cm FOV compared to non-DOI LSO
scanners of similar aperture and axial FOV.
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